[Study on the determination of trace cadmium in serum by GFAAS].
GFAAS determination of trace amounts of cadmium inserum. Optimum conditions for the determination were studied thoroughly. The linear range and the recovery were 0-5 microg x L(-1) and 97.8%-102.5%, respectivly, with the characteristic mass of 4.38 x 10(-11) g.